
Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMYesAcetone 2.8

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 J J S4VEMYes
Methylene
chloride

4.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0429

TB-061013 2

C0429

06/10/2013

43561 SHEALY

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYes
Bromodichlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U UJ S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U UJ S4VEMNoChloromethane 5.0

ug/L 1.0 U UJ S4VEMNoVinyl chloride 5.0

ug/L 1.0 U UJ S4VEMNoBromomethane 5.0

ug/L 1.0 U UJ S4VEMNoChloroethane 5.0

ug/L 1.0 U UJ S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U UJ S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMNoAcetone 3.7

ug/L 1.0 U UJ S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U UJ S4VEMNoMethyl acetate 5.0

ug/L 1.0 J J S4VEMNo
Methylene
chloride

3.7

ug/L 1.0 U UJ S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U UJ S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U UJ S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 J J S4VEMNo2-Butanone 3.0

ug/L 1.0 U UJ S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U UJ S4VEMNoChloroform 5.0

ug/L 1.0 U UJ S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U UJ S4VEMNoCyclohexane 5.0

ug/L 1.0 U UJ S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U UJ S4VEMNoBenzene 5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 U UJ S4VEMNoTrichloroethene 5.0

ug/L 1.0 U UJ S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U UJ S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0429RE

TB-061013 2

C0429

06/10/2013

43561 SHEALY

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U UJ S4VEMNoethane 5.0

ug/L 1.0 U UJ S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U UJ S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U UJ S4VEMNoToluene 5.0

ug/L 1.0 U UJ S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U UJ S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U UJ S4VEMNo2-Hexanone 10

ug/L 1.0 U UJ S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U UJ S4VEMNoChlorobenzene 5.0

ug/L 1.0 U UJ S4VEMNoEthylbenzene 5.0

ug/L 1.0 U UJ S4VEMNoo-Xylene 5.0

ug/L 1.0 U UJ S4VEMNom,p-Xylene 5.0

ug/L 1.0 U UJ S4VEMNoStyrene 5.0

ug/L 1.0 U UJ S4VEMNoBromoform 5.0

ug/L 1.0 U UJ S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
6.4

ug/kg 1.0 U U S4VEMYesChloromethane 6.4

ug/kg 1.0 U U S4VEMYesVinyl chloride 6.4

ug/kg 1.0 U U S4VEMYesBromomethane 6.4

ug/kg 1.0 U U S4VEMYesChloroethane 6.4

ug/kg 1.0 U UJ S4VEMYes
Trichlorofluorom

ethane
6.4

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
6.4

ug/kg 1.0 U UJ S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

6.4

ug/kg 1.0 JB U S4VEMYesAcetone 13

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 6.4

ug/kg 1.0 U UJ S4VEMYesMethyl acetate 6.4

ug/kg 1.0 J UJ S4VEMYes
Methylene
chloride

6.4

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
6.4

ug/kg 1.0 U UJ S4VEMYes
Methyl tert-butyl

ether
6.4

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
6.4

ug/kg 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
1.6

ug/kg 1.0 J U S4VEMYes2-Butanone 13

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
6.4

ug/kg 1.0 U U S4VEMYesChloroform 6.4

ug/kg 1.0 U UJ S4VEMYes
1,1,1-

Trichloroethane
6.4

ug/kg 1.0 U U S4VEMYesCyclohexane 6.4

ug/kg 1.0 U UJ S4VEMYes
Carbon

tetrachloride
6.4

ug/kg 1.0 U U S4VEMYesBenzene 6.4

ug/kg 1.0 U UJ S4VEMYes
1,2-

Dichloroethane
6.4

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 130

ug/kg 1.0 S4VEMYesTrichloroethene 13

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
6.4

ug/kg 1.0 U U S4VEMYesBromodichlorom 6.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

16.4

VOA_Low_Med

EPW11035

C0437

NP5-DUP01-06113

C0429

06/11/2013

43561 SHEALY

15:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYesethane 6.4

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
6.4

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

13

ug/kg 1.0 U U S4VEMYesToluene 6.4

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
6.4

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
6.4

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
6.4

ug/kg 1.0 U U S4VEMYes2-Hexanone 13

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
6.4

ug/kg 1.0 U UJ S4VEMYes
1,2-

Dibromoethane
6.4

ug/kg 1.0 U U S4VEMYesChlorobenzene 6.4

ug/kg 1.0 U U S4VEMYesEthylbenzene 6.4

ug/kg 1.0 U U S4VEMYeso-Xylene 6.4

ug/kg 1.0 U U S4VEMYesm,p-Xylene 6.4

ug/kg 1.0 U U S4VEMYesStyrene 6.4

ug/kg 1.0 U U S4VEMYesBromoform 6.4

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
6.4

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

6.4

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

6.4

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

6.4

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

6.4
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.6

ug/kg 1.0 U U S4VEMYesChloromethane 5.6

ug/kg 1.0 U U S4VEMYesVinyl chloride 5.6

ug/kg 1.0 U U S4VEMYesBromomethane 5.6

ug/kg 1.0 U U S4VEMYesChloroethane 5.6

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.6

ug/kg 1.0 B U S4VEMYesAcetone 11

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 5.6

ug/kg 1.0 U U S4VEMYesMethyl acetate 5.6

ug/kg 1.0 J U S4VEMYes
Methylene
chloride

5.6

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.6

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.6

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.6

ug/kg 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.6

ug/kg 1.0 J U S4VEMYes2-Butanone 11

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.6

ug/kg 1.0 U U S4VEMYesChloroform 5.6

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.6

ug/kg 1.0 U U S4VEMYesCyclohexane 5.6

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
5.6

ug/kg 1.0 U U S4VEMYesBenzene 5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.6

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 110

ug/kg 1.0 U U S4VEMYesTrichloroethene 5.6

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

17.6

VOA_Low_Med

EPW11035

C0438

NP5-SB01(12.5-13)-
061013

C0429

06/10/2013

43561 SHEALY

14:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Bromodichlorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

11

ug/kg 1.0 U U S4VEMYesToluene 5.6

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.6

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
5.6

ug/kg 1.0 U U S4VEMYes2-Hexanone 11

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.6

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.6

ug/kg 1.0 U U S4VEMYesEthylbenzene 5.6

ug/kg 1.0 U U S4VEMYeso-Xylene 5.6

ug/kg 1.0 U U S4VEMYesm,p-Xylene 5.6

ug/kg 1.0 U U S4VEMYesStyrene 5.6

ug/kg 1.0 U U S4VEMYesBromoform 5.6

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.6

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.6

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.6

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.6

 Page 8 11:13 Thu, Jul 18, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
6.4

ug/kg 1.0 U U S4VEMYesChloromethane 6.4

ug/kg 1.0 U U S4VEMYesVinyl chloride 6.4

ug/kg 1.0 U U S4VEMYesBromomethane 6.4

ug/kg 1.0 U U S4VEMYesChloroethane 6.4

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
6.4

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
6.4

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

6.4

ug/kg 1.0 JB U S4VEMYesAcetone 13

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 6.4

ug/kg 1.0 U U S4VEMYesMethyl acetate 6.4

ug/kg 1.0 J U S4VEMYes
Methylene
chloride

6.4

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
6.4

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
6.4

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
6.4

ug/kg 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
1.2

ug/kg 1.0 J U S4VEMYes2-Butanone 13

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
6.4

ug/kg 1.0 U U S4VEMYesChloroform 6.4

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
6.4

ug/kg 1.0 U U S4VEMYesCyclohexane 6.4

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
6.4

ug/kg 1.0 U U S4VEMYesBenzene 6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
6.4

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 130

ug/kg 1.0 S4VEMYesTrichloroethene 9.1

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
6.4

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

19.8

VOA_Low_Med

EPW11035

C0439

NP5-SB07(9.5-10)-061113

C0429

06/11/2013

43561 SHEALY

14:50:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Bromodichlorom

ethane
6.4

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
6.4

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

13

ug/kg 1.0 U U S4VEMYesToluene 6.4

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
6.4

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
6.4

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
6.4

ug/kg 1.0 U U S4VEMYes2-Hexanone 13

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
6.4

ug/kg 1.0 U U S4VEMYesChlorobenzene 6.4

ug/kg 1.0 U U S4VEMYesEthylbenzene 6.4

ug/kg 1.0 U U S4VEMYeso-Xylene 6.4

ug/kg 1.0 U U S4VEMYesm,p-Xylene 6.4

ug/kg 1.0 U U S4VEMYesStyrene 6.4

ug/kg 1.0 U U S4VEMYesBromoform 6.4

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
6.4

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

6.4

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
6.4

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

6.4

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

6.4

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

6.4
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMNo
Dichlorodifluoro

methane
6.0

ug/kg 1.0 U U S4VEMNoChloromethane 6.0

ug/kg 1.0 U U S4VEMNoVinyl chloride 6.0

ug/kg 1.0 U U S4VEMNoBromomethane 6.0

ug/kg 1.0 U U S4VEMNoChloroethane 6.0

ug/kg 1.0 U UJ S4VEMNo
Trichlorofluorom

ethane
6.0

ug/kg 1.0 U U S4VEMNo
1,1-

Dichloroethene
6.0

ug/kg 1.0 U UJ S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

6.0

ug/kg 1.0 B U S4VEMNoAcetone 12

ug/kg 1.0 U U S4VEMNoCarbon Disulfide 6.0

ug/kg 1.0 U UJ S4VEMNoMethyl acetate 6.0

ug/kg 1.0 J UJ S4VEMNo
Methylene
chloride

6.0

ug/kg 1.0 U U S4VEMNo
trans-1,2-

Dichloroethene
6.0

ug/kg 1.0 U UJ S4VEMNo
Methyl tert-butyl

ether
6.0

ug/kg 1.0 U U S4VEMNo
1,1-

Dichloroethane
6.0

ug/kg 1.0 U U S4VEMNo
cis-1,2-

Dichloroethene
6.0

ug/kg 1.0 J U S4VEMNo2-Butanone 12

ug/kg 1.0 U U S4VEMNo
Bromochloromet

hane
6.0

ug/kg 1.0 U U S4VEMNoChloroform 6.0

ug/kg 1.0 U UJ S4VEMNo
1,1,1-

Trichloroethane
6.0

ug/kg 1.0 U U S4VEMNoCyclohexane 6.0

ug/kg 1.0 U UJ S4VEMNo
Carbon

tetrachloride
6.0

ug/kg 1.0 U UJ S4VEMNoBenzene 6.0

ug/kg 1.0 U UJ S4VEMNo
1,2-

Dichloroethane
6.0

ug/kg 1.0 U R S4VEMNo1,4-Dioxane 120

ug/kg 1.0 J J S4VEMNoTrichloroethene 0.62

ug/kg 1.0 U U S4VEMNo
Methylcyclohexa

ne
6.0

ug/kg 1.0 U U S4VEMNo
1,2-

Dichloropropane
6.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

22.9

VOA_Low_Med

EPW11035

C0440

NP5-SB09(12.5-13)-
061113

C0429

06/11/2013

43561 SHEALY

11:35:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMNo
Bromodichlorom

ethane
6.0

ug/kg 1.0 U U S4VEMNo
cis-1,3-

Dichloropropene
6.0

ug/kg 1.0 U U S4VEMNo
4-Methyl-2-
pentanone

12

ug/kg 1.0 U UJ S4VEMNoToluene 6.0

ug/kg 1.0 U U S4VEMNo
trans-1,3-

Dichloropropene
6.0

ug/kg 1.0 U U S4VEMNo
1,1,2-

Trichloroethane
6.0

ug/kg 1.0 U UJ S4VEMNo
Tetrachloroethen

e
6.0

ug/kg 1.0 U U S4VEMNo2-Hexanone 12

ug/kg 1.0 U U S4VEMNo
Dibromochlorom

ethane
6.0

ug/kg 1.0 U UJ S4VEMNo
1,2-

Dibromoethane
6.0

ug/kg 1.0 U U S4VEMNoChlorobenzene 6.0

ug/kg 1.0 U UJ S4VEMNoEthylbenzene 6.0

ug/kg 1.0 U UJ S4VEMNoo-Xylene 6.0

ug/kg 1.0 U UJ S4VEMNom,p-Xylene 6.0

ug/kg 1.0 U UJ S4VEMNoStyrene 6.0

ug/kg 1.0 U U S4VEMNoBromoform 6.0

ug/kg 1.0 U UJ S4VEMNo
Isopropylbenzen

e
6.0

ug/kg 1.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

6.0

ug/kg 1.0 U U S4VEMNo
1,3-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMNo
1,4-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMNo
1,2-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

6.0

ug/kg 1.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

6.0

ug/kg 1.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

6.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
6.0

ug/kg 1.0 U U S4VEMYesChloromethane 6.0

ug/kg 1.0 U U S4VEMYesVinyl chloride 6.0

ug/kg 1.0 U U S4VEMYesBromomethane 6.0

ug/kg 1.0 U U S4VEMYesChloroethane 6.0

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
6.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
6.0

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

6.0

ug/kg 1.0 B U S4VEMYesAcetone 12

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 6.0

ug/kg 1.0 U U S4VEMYesMethyl acetate 6.0

ug/kg 1.0 U U S4VEMYes
Methylene
chloride

6.0

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
6.0

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
6.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
6.0

ug/kg 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
6.0

ug/kg 1.0 U U S4VEMYes2-Butanone 12

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
6.0

ug/kg 1.0 U U S4VEMYesChloroform 6.0

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
6.0

ug/kg 1.0 U U S4VEMYesCyclohexane 6.0

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
6.0

ug/kg 1.0 U U S4VEMYesBenzene 6.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
6.0

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 120

ug/kg 1.0 J J S4VEMYesTrichloroethene 0.87

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
6.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
6.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

22.9

VOA_Low_Med

EPW11035

C0440RE

NP5-SB09(12.5-13)-
061113

C0429

06/11/2013

43561 SHEALY

11:35:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Bromodichlorom

ethane
6.0

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
6.0

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

12

ug/kg 1.0 J J S4VEMYesToluene 0.64

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
6.0

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
6.0

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
6.0

ug/kg 1.0 U U S4VEMYes2-Hexanone 12

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
6.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
6.0

ug/kg 1.0 U U S4VEMYesChlorobenzene 6.0

ug/kg 1.0 U U S4VEMYesEthylbenzene 6.0

ug/kg 1.0 U U S4VEMYeso-Xylene 6.0

ug/kg 1.0 U U S4VEMYesm,p-Xylene 6.0

ug/kg 1.0 U U S4VEMYesStyrene 6.0

ug/kg 1.0 U U S4VEMYesBromoform 6.0

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
6.0

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

6.0

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
6.0

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

6.0

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

6.0

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

6.0

 Page 14 11:13 Thu, Jul 18, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.6

ug/kg 1.0 U U S4VEMYesChloromethane 5.6

ug/kg 1.0 U U S4VEMYesVinyl chloride 5.6

ug/kg 1.0 U U S4VEMYesBromomethane 5.6

ug/kg 1.0 U U S4VEMYesChloroethane 5.6

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.6

ug/kg 1.0 B S4VEMYesAcetone 48

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 5.6

ug/kg 1.0 J J S4VEMYesMethyl acetate 1.9

ug/kg 1.0 J U S4VEMYes
Methylene
chloride

5.6

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.6

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.6

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.6

ug/kg 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
0.66

ug/kg 1.0 J U S4VEMYes2-Butanone 11

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.6

ug/kg 1.0 U U S4VEMYesChloroform 5.6

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.6

ug/kg 1.0 U U S4VEMYesCyclohexane 5.6

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
5.6

ug/kg 1.0 U U S4VEMYesBenzene 5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.6

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 110

ug/kg 1.0 J S4VEMYesTrichloroethene 14

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

15.7

VOA_Low_Med

EPW11035

C0441

NP5-SB04(9.5-10)-061213

C0429

06/12/2013

43561 SHEALY

10:15:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYes
Bromodichlorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

11

ug/kg 1.0 U UJ S4VEMYesToluene 5.6

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.6

ug/kg 1.0 U UJ S4VEMYes
Tetrachloroethen

e
5.6

ug/kg 1.0 U U S4VEMYes2-Hexanone 11

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.6

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.6

ug/kg 1.0 U UJ S4VEMYesEthylbenzene 5.6

ug/kg 1.0 U UJ S4VEMYeso-Xylene 5.6

ug/kg 1.0 U UJ S4VEMYesm,p-Xylene 5.6

ug/kg 1.0 U UJ S4VEMYesStyrene 5.6

ug/kg 1.0 U U S4VEMYesBromoform 5.6

ug/kg 1.0 U UJ S4VEMYes
Isopropylbenzen

e
5.6

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.6

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.6

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.6

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.6

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.6
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0500

TB-061813 2

C0429

06/18/2013

43561 SHEALY

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMNoChloromethane 5.0

ug/L 1.0 U U S4VEMNoVinyl chloride 5.0

ug/L 1.0 U U S4VEMNoBromomethane 5.0

ug/L 1.0 U U S4VEMNoChloroethane 5.0

ug/L 1.0 U U S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMNoAcetone 10

ug/L 1.0 U U S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMNoMethyl acetate 5.0

ug/L 1.0 U U S4VEMNo
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo2-Butanone 10

ug/L 1.0 U U S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMNoChloroform 5.0

ug/L 1.0 U U S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMNoCyclohexane 5.0

ug/L 1.0 U U S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMNoBenzene 5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 U U S4VEMNoTrichloroethene 5.0

ug/L 1.0 U U S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0500RE

TB-061813 2

C0429

06/18/2013

43561 SHEALY

08:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMNoethane 5.0

ug/L 1.0 U U S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMNoToluene 5.0

ug/L 1.0 U U S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMNo2-Hexanone 10

ug/L 1.0 U U S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMNoChlorobenzene 5.0

ug/L 1.0 U U S4VEMNoEthylbenzene 5.0

ug/L 1.0 U U S4VEMNoo-Xylene 5.0

ug/L 1.0 U U S4VEMNom,p-Xylene 5.0

ug/L 1.0 U U S4VEMNoStyrene 5.0

ug/L 1.0 U U S4VEMNoBromoform 5.0

ug/L 1.0 U U S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 2.0 U U S4VEMYes
Dichlorodifluoro

methane
10

ug/L 2.0 U U S4VEMYesChloromethane 10

ug/L 2.0 U U S4VEMYesVinyl chloride 10

ug/L 2.0 U U S4VEMYesBromomethane 10

ug/L 2.0 U U S4VEMYesChloroethane 10

ug/L 2.0 U U S4VEMYes
Trichlorofluorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethene
10

ug/L 2.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

10

ug/L 2.0 U U S4VEMYesAcetone 20

ug/L 2.0 U U S4VEMYesCarbon Disulfide 10

ug/L 2.0 U U S4VEMYesMethyl acetate 10

ug/L 2.0 U U S4VEMYes
Methylene
chloride

10

ug/L 2.0 J J S4VEMYes
trans-1,2-

Dichloroethene
1.6

ug/L 2.0 U U S4VEMYes
Methyl tert-butyl

ether
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethane
10

ug/L 2.0 S4VEMYes
cis-1,2-

Dichloroethene
60

ug/L 2.0 U U S4VEMYes2-Butanone 20

ug/L 2.0 U U S4VEMYes
Bromochloromet

hane
10

ug/L 2.0 U U S4VEMYesChloroform 10

ug/L 2.0 U U S4VEMYes
1,1,1-

Trichloroethane
10

ug/L 2.0 U U S4VEMYesCyclohexane 10

ug/L 2.0 U U S4VEMYes
Carbon

tetrachloride
10

ug/L 2.0 U U S4VEMYesBenzene 10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloroethane
10

ug/L 2.0 U R S4VEMYes1,4-Dioxane 200

ug/L 2.0 E J S4VEMNoTrichloroethene 470

ug/L 2.0 U U S4VEMYes
Methylcyclohexa

ne
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloropropane
10

ug/L 2.0 U U S4VEMYesBromodichlorom 10

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0501

NP5-DUP02 2

C0429

06/19/2013

43561 SHEALY

11:00:00
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ug/L 2.0 U U S4VEMYesethane 10

ug/L 2.0 U U S4VEMYes
cis-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
4-Methyl-2-
pentanone

20

ug/L 2.0 U U S4VEMYesToluene 10

ug/L 2.0 U U S4VEMYes
trans-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
1,1,2-

Trichloroethane
10

ug/L 2.0 U U S4VEMYes
Tetrachloroethen

e
10

ug/L 2.0 U U S4VEMYes2-Hexanone 20

ug/L 2.0 U U S4VEMYes
Dibromochlorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,2-

Dibromoethane
10

ug/L 2.0 U U S4VEMYesChlorobenzene 10

ug/L 2.0 U U S4VEMYesEthylbenzene 10

ug/L 2.0 U U S4VEMYeso-Xylene 10

ug/L 2.0 U U S4VEMYesm,p-Xylene 10

ug/L 2.0 U U S4VEMYesStyrene 10

ug/L 2.0 U U S4VEMYesBromoform 10

ug/L 2.0 U U S4VEMYes
Isopropylbenzen

e
10

ug/L 2.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

10

ug/L 2.0 U U S4VEMYes
1,3-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,4-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

10

ug/L 2.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

10

ug/L 2.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

10
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ug/L 10.0 U U S4VEMNo
Dichlorodifluoro

methane
50

ug/L 10.0 U U S4VEMNoChloromethane 50

ug/L 10.0 U U S4VEMNoVinyl chloride 50

ug/L 10.0 U U S4VEMNoBromomethane 50

ug/L 10.0 U U S4VEMNoChloroethane 50

ug/L 10.0 U U S4VEMNo
Trichlorofluorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

50

ug/L 10.0 U U S4VEMNoAcetone 100

ug/L 10.0 U U S4VEMNoCarbon Disulfide 50

ug/L 10.0 U U S4VEMNoMethyl acetate 50

ug/L 10.0 U U S4VEMNo
Methylene
chloride

50

ug/L 10.0 U U S4VEMNo
trans-1,2-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
Methyl tert-butyl

ether
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethane
50

ug/L 10.0 D S4VEMNo
cis-1,2-

Dichloroethene
56

ug/L 10.0 U U S4VEMNo2-Butanone 100

ug/L 10.0 U U S4VEMNo
Bromochloromet

hane
50

ug/L 10.0 U U S4VEMNoChloroform 50

ug/L 10.0 U U S4VEMNo
1,1,1-

Trichloroethane
50

ug/L 10.0 U U S4VEMNoCyclohexane 50

ug/L 10.0 U U S4VEMNo
Carbon

tetrachloride
50

ug/L 10.0 U U S4VEMNoBenzene 50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloroethane
50

ug/L 10.0 U R S4VEMNo1,4-Dioxane 1000

ug/L 10.0 D S4VEMYesTrichloroethene 480

ug/L 10.0 U U S4VEMNo
Methylcyclohexa

ne
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloropropane
50

ug/L 10.0 U U S4VEMNoBromodichlorom 50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0501DL

NP5-DUP02 2

C0429

06/19/2013

43561 SHEALY

11:00:00
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ug/L 10.0 U U S4VEMNoethane 50

ug/L 10.0 U U S4VEMNo
cis-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
4-Methyl-2-
pentanone

100

ug/L 10.0 U U S4VEMNoToluene 50

ug/L 10.0 U U S4VEMNo
trans-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
1,1,2-

Trichloroethane
50

ug/L 10.0 U U S4VEMNo
Tetrachloroethen

e
50

ug/L 10.0 U U S4VEMNo2-Hexanone 100

ug/L 10.0 U U S4VEMNo
Dibromochlorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,2-

Dibromoethane
50

ug/L 10.0 U U S4VEMNoChlorobenzene 50

ug/L 10.0 U U S4VEMNoEthylbenzene 50

ug/L 10.0 U U S4VEMNoo-Xylene 50

ug/L 10.0 U U S4VEMNom,p-Xylene 50

ug/L 10.0 U U S4VEMNoStyrene 50

ug/L 10.0 U U S4VEMNoBromoform 50

ug/L 10.0 U U S4VEMNo
Isopropylbenzen

e
50

ug/L 10.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

50

ug/L 10.0 U U S4VEMNo
1,3-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,4-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

50

ug/L 10.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

50

ug/L 10.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 S4VEMYesAcetone 14

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 J J S4VEMYesTrichloroethene 1.1

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0502

NP5-TW14-061813 2

C0429

06/18/2013

43561 SHEALY

09:05:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMNoChloromethane 5.0

ug/L 1.0 U U S4VEMNoVinyl chloride 5.0

ug/L 1.0 U U S4VEMNoBromomethane 5.0

ug/L 1.0 U U S4VEMNoChloroethane 5.0

ug/L 1.0 U UJ S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 S4VEMNoAcetone 14

ug/L 1.0 U U S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U UJ S4VEMNoMethyl acetate 5.0

ug/L 1.0 U UJ S4VEMNo
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U UJ S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 J J S4VEMNo2-Butanone 3.0

ug/L 1.0 U UJ S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U UJ S4VEMNoChloroform 5.0

ug/L 1.0 U UJ S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U UJ S4VEMNoCyclohexane 5.0

ug/L 1.0 U UJ S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U UJ S4VEMNoBenzene 5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 J J S4VEMNoTrichloroethene 1.3

ug/L 1.0 U UJ S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U UJ S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0502RE

NP5-TW14-061813 2

C0429

06/18/2013

43561 SHEALY

09:05:00
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ug/L 1.0 U UJ S4VEMNoethane 5.0

ug/L 1.0 U UJ S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U UJ S4VEMNoToluene 5.0

ug/L 1.0 U UJ S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U UJ S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMNo2-Hexanone 10

ug/L 1.0 U UJ S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U UJ S4VEMNoChlorobenzene 5.0

ug/L 1.0 U UJ S4VEMNoEthylbenzene 5.0

ug/L 1.0 U UJ S4VEMNoo-Xylene 5.0

ug/L 1.0 U UJ S4VEMNom,p-Xylene 5.0

ug/L 1.0 U UJ S4VEMNoStyrene 5.0

ug/L 1.0 U UJ S4VEMNoBromoform 5.0

ug/L 1.0 U UJ S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 2.0 U U S4VEMYes
Dichlorodifluoro

methane
10

ug/L 2.0 U U S4VEMYesChloromethane 10

ug/L 2.0 J J S4VEMYesVinyl chloride 6.1

ug/L 2.0 U U S4VEMYesBromomethane 10

ug/L 2.0 U U S4VEMYesChloroethane 10

ug/L 2.0 U U S4VEMYes
Trichlorofluorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethene
10

ug/L 2.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

10

ug/L 2.0 U U S4VEMYesAcetone 20

ug/L 2.0 U U S4VEMYesCarbon Disulfide 10

ug/L 2.0 U U S4VEMYesMethyl acetate 10

ug/L 2.0 U U S4VEMYes
Methylene
chloride

10

ug/L 2.0 J S4VEMYes
trans-1,2-

Dichloroethene
11

ug/L 2.0 U U S4VEMYes
Methyl tert-butyl

ether
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethane
10

ug/L 2.0 J S4VEMYes
cis-1,2-

Dichloroethene
170

ug/L 2.0 U U S4VEMYes2-Butanone 20

ug/L 2.0 U U S4VEMYes
Bromochloromet

hane
10

ug/L 2.0 U U S4VEMYesChloroform 10

ug/L 2.0 U U S4VEMYes
1,1,1-

Trichloroethane
10

ug/L 2.0 U U S4VEMYesCyclohexane 10

ug/L 2.0 U U S4VEMYes
Carbon

tetrachloride
10

ug/L 2.0 U U S4VEMYesBenzene 10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloroethane
10

ug/L 2.0 U R S4VEMYes1,4-Dioxane 200

ug/L 2.0 E J S4VEMNoTrichloroethene 880

ug/L 2.0 U U S4VEMYes
Methylcyclohexa

ne
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloropropane
10

ug/L 2.0 U U S4VEMYesBromodichlorom 10

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0503

NP5-TW18-061813 2

C0429

06/18/2013

43561 SHEALY

10:35:00
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ug/L 2.0 U U S4VEMYesethane 10

ug/L 2.0 U U S4VEMYes
cis-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
4-Methyl-2-
pentanone

20

ug/L 2.0 U U S4VEMYesToluene 10

ug/L 2.0 U U S4VEMYes
trans-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
1,1,2-

Trichloroethane
10

ug/L 2.0 J J S4VEMYes
Tetrachloroethen

e
2.9

ug/L 2.0 U U S4VEMYes2-Hexanone 20

ug/L 2.0 U U S4VEMYes
Dibromochlorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,2-

Dibromoethane
10

ug/L 2.0 U U S4VEMYesChlorobenzene 10

ug/L 2.0 U U S4VEMYesEthylbenzene 10

ug/L 2.0 U U S4VEMYeso-Xylene 10

ug/L 2.0 U U S4VEMYesm,p-Xylene 10

ug/L 2.0 U U S4VEMYesStyrene 10

ug/L 2.0 U U S4VEMYesBromoform 10

ug/L 2.0 U U S4VEMYes
Isopropylbenzen

e
10

ug/L 2.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

10

ug/L 2.0 U U S4VEMYes
1,3-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,4-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

10

ug/L 2.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

10

ug/L 2.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

10
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ug/L 10.0 U U S4VEMNo
Dichlorodifluoro

methane
50

ug/L 10.0 U U S4VEMNoChloromethane 50

ug/L 10.0 U U S4VEMNoVinyl chloride 50

ug/L 10.0 U U S4VEMNoBromomethane 50

ug/L 10.0 U U S4VEMNoChloroethane 50

ug/L 10.0 U U S4VEMNo
Trichlorofluorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

50

ug/L 10.0 U U S4VEMNoAcetone 100

ug/L 10.0 U U S4VEMNoCarbon Disulfide 50

ug/L 10.0 U U S4VEMNoMethyl acetate 50

ug/L 10.0 U U S4VEMNo
Methylene
chloride

50

ug/L 10.0 J D J S4VEMNo
trans-1,2-

Dichloroethene
11

ug/L 10.0 U U S4VEMNo
Methyl tert-butyl

ether
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethane
50

ug/L 10.0 D S4VEMNo
cis-1,2-

Dichloroethene
180

ug/L 10.0 U U S4VEMNo2-Butanone 100

ug/L 10.0 U U S4VEMNo
Bromochloromet

hane
50

ug/L 10.0 U U S4VEMNoChloroform 50

ug/L 10.0 U U S4VEMNo
1,1,1-

Trichloroethane
50

ug/L 10.0 U U S4VEMNoCyclohexane 50

ug/L 10.0 U U S4VEMNo
Carbon

tetrachloride
50

ug/L 10.0 U U S4VEMNoBenzene 50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloroethane
50

ug/L 10.0 U R S4VEMNo1,4-Dioxane 1000

ug/L 10.0 D J S4VEMYesTrichloroethene 1000

ug/L 10.0 U U S4VEMNo
Methylcyclohexa

ne
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloropropane
50

ug/L 10.0 U U S4VEMNoBromodichlorom 50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0503DL

NP5-TW18-061813 2

C0429

06/18/2013

43561 SHEALY

10:35:00
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ug/L 10.0 U U S4VEMNoethane 50

ug/L 10.0 U U S4VEMNo
cis-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
4-Methyl-2-
pentanone

100

ug/L 10.0 U U S4VEMNoToluene 50

ug/L 10.0 U U S4VEMNo
trans-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
1,1,2-

Trichloroethane
50

ug/L 10.0 U U S4VEMNo
Tetrachloroethen

e
50

ug/L 10.0 U U S4VEMNo2-Hexanone 100

ug/L 10.0 U U S4VEMNo
Dibromochlorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,2-

Dibromoethane
50

ug/L 10.0 U U S4VEMNoChlorobenzene 50

ug/L 10.0 U U S4VEMNoEthylbenzene 50

ug/L 10.0 U U S4VEMNoo-Xylene 50

ug/L 10.0 U U S4VEMNom,p-Xylene 50

ug/L 10.0 U U S4VEMNoStyrene 50

ug/L 10.0 U U S4VEMNoBromoform 50

ug/L 10.0 U U S4VEMNo
Isopropylbenzen

e
50

ug/L 10.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

50

ug/L 10.0 U U S4VEMNo
1,3-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,4-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

50

ug/L 10.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

50

ug/L 10.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

50
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ug/L 10.0 U U S4VEMYes
Dichlorodifluoro

methane
50

ug/L 10.0 U U S4VEMYesChloromethane 50

ug/L 10.0 U U S4VEMYesVinyl chloride 50

ug/L 10.0 U U S4VEMYesBromomethane 50

ug/L 10.0 U U S4VEMYesChloroethane 50

ug/L 10.0 U U S4VEMYes
Trichlorofluorom

ethane
50

ug/L 10.0 U U S4VEMYes
1,1-

Dichloroethene
50

ug/L 10.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

50

ug/L 10.0 U U S4VEMYesAcetone 100

ug/L 10.0 U U S4VEMYesCarbon Disulfide 50

ug/L 10.0 U U S4VEMYesMethyl acetate 50

ug/L 10.0 U U S4VEMYes
Methylene
chloride

50

ug/L 10.0 J J S4VEMYes
trans-1,2-

Dichloroethene
12

ug/L 10.0 U U S4VEMYes
Methyl tert-butyl

ether
50

ug/L 10.0 U U S4VEMYes
1,1-

Dichloroethane
50

ug/L 10.0 S4VEMYes
cis-1,2-

Dichloroethene
480

ug/L 10.0 U U S4VEMYes2-Butanone 100

ug/L 10.0 U U S4VEMYes
Bromochloromet

hane
50

ug/L 10.0 U U S4VEMYesChloroform 50

ug/L 10.0 U U S4VEMYes
1,1,1-

Trichloroethane
50

ug/L 10.0 U U S4VEMYesCyclohexane 50

ug/L 10.0 U U S4VEMYes
Carbon

tetrachloride
50

ug/L 10.0 U U S4VEMYesBenzene 50

ug/L 10.0 U U S4VEMYes
1,2-

Dichloroethane
50

ug/L 10.0 U R S4VEMYes1,4-Dioxane 1000

ug/L 10.0 E J S4VEMNoTrichloroethene 7600

ug/L 10.0 U U S4VEMYes
Methylcyclohexa

ne
50

ug/L 10.0 U U S4VEMYes
1,2-

Dichloropropane
50

ug/L 10.0 U U S4VEMYesBromodichlorom 50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0504

NP5-TW19-061713 2

C0429

06/17/2013

43561 SHEALY

06:40:00
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ug/L 10.0 U U S4VEMYesethane 50

ug/L 10.0 U U S4VEMYes
cis-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMYes
4-Methyl-2-
pentanone

100

ug/L 10.0 U U S4VEMYesToluene 50

ug/L 10.0 U U S4VEMYes
trans-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMYes
1,1,2-

Trichloroethane
50

ug/L 10.0 U U S4VEMYes
Tetrachloroethen

e
50

ug/L 10.0 U U S4VEMYes2-Hexanone 100

ug/L 10.0 U U S4VEMYes
Dibromochlorom

ethane
50

ug/L 10.0 U U S4VEMYes
1,2-

Dibromoethane
50

ug/L 10.0 U U S4VEMYesChlorobenzene 50

ug/L 10.0 U U S4VEMYesEthylbenzene 50

ug/L 10.0 U U S4VEMYeso-Xylene 50

ug/L 10.0 U U S4VEMYesm,p-Xylene 50

ug/L 10.0 U U S4VEMYesStyrene 50

ug/L 10.0 U U S4VEMYesBromoform 50

ug/L 10.0 U U S4VEMYes
Isopropylbenzen

e
50

ug/L 10.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

50

ug/L 10.0 U U S4VEMYes
1,3-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMYes
1,4-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMYes
1,2-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

50

ug/L 10.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

50

ug/L 10.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

50
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ug/L 100.0 U U S4VEMNo
Dichlorodifluoro

methane
500

ug/L 100.0 U U S4VEMNoChloromethane 500

ug/L 100.0 U U S4VEMNoVinyl chloride 500

ug/L 100.0 U U S4VEMNoBromomethane 500

ug/L 100.0 U U S4VEMNoChloroethane 500

ug/L 100.0 U U S4VEMNo
Trichlorofluorom

ethane
500

ug/L 100.0 U U S4VEMNo
1,1-

Dichloroethene
500

ug/L 100.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

500

ug/L 100.0 U U S4VEMNoAcetone 1000

ug/L 100.0 U U S4VEMNoCarbon Disulfide 500

ug/L 100.0 U U S4VEMNoMethyl acetate 500

ug/L 100.0 U U S4VEMNo
Methylene
chloride

500

ug/L 100.0 U U S4VEMNo
trans-1,2-

Dichloroethene
500

ug/L 100.0 U U S4VEMNo
Methyl tert-butyl

ether
500

ug/L 100.0 U U S4VEMNo
1,1-

Dichloroethane
500

ug/L 100.0 D S4VEMNo
cis-1,2-

Dichloroethene
570

ug/L 100.0 U U S4VEMNo2-Butanone 1000

ug/L 100.0 U U S4VEMNo
Bromochloromet

hane
500

ug/L 100.0 U U S4VEMNoChloroform 500

ug/L 100.0 U U S4VEMNo
1,1,1-

Trichloroethane
500

ug/L 100.0 U U S4VEMNoCyclohexane 500

ug/L 100.0 U U S4VEMNo
Carbon

tetrachloride
500

ug/L 100.0 U U S4VEMNoBenzene 500

ug/L 100.0 U U S4VEMNo
1,2-

Dichloroethane
500

ug/L 100.0 U R S4VEMNo1,4-Dioxane 10000

ug/L 100.0 D S4VEMYesTrichloroethene 10000

ug/L 100.0 U U S4VEMNo
Methylcyclohexa

ne
500

ug/L 100.0 U U S4VEMNo
1,2-

Dichloropropane
500

ug/L 100.0 U U S4VEMNoBromodichlorom 500

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0504DL

NP5-TW19-061713 2

C0429

06/17/2013

43561 SHEALY

06:40:00
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ug/L 100.0 U U S4VEMNoethane 500

ug/L 100.0 U U S4VEMNo
cis-1,3-

Dichloropropene
500

ug/L 100.0 U U S4VEMNo
4-Methyl-2-
pentanone

1000

ug/L 100.0 U U S4VEMNoToluene 500

ug/L 100.0 U U S4VEMNo
trans-1,3-

Dichloropropene
500

ug/L 100.0 U U S4VEMNo
1,1,2-

Trichloroethane
500

ug/L 100.0 U U S4VEMNo
Tetrachloroethen

e
500

ug/L 100.0 U U S4VEMNo2-Hexanone 1000

ug/L 100.0 U U S4VEMNo
Dibromochlorom

ethane
500

ug/L 100.0 U U S4VEMNo
1,2-

Dibromoethane
500

ug/L 100.0 U U S4VEMNoChlorobenzene 500

ug/L 100.0 U U S4VEMNoEthylbenzene 500

ug/L 100.0 U U S4VEMNoo-Xylene 500

ug/L 100.0 U U S4VEMNom,p-Xylene 500

ug/L 100.0 U U S4VEMNoStyrene 500

ug/L 100.0 U U S4VEMNoBromoform 500

ug/L 100.0 U U S4VEMNo
Isopropylbenzen

e
500

ug/L 100.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

500

ug/L 100.0 U U S4VEMNo
1,3-

Dichlorobenzene
500

ug/L 100.0 U U S4VEMNo
1,4-

Dichlorobenzene
500

ug/L 100.0 U U S4VEMNo
1,2-

Dichlorobenzene
500

ug/L 100.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

500

ug/L 100.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

500

ug/L 100.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

500
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0505

NP5-TW25-061813 2

C0429

06/18/2013

43561 SHEALY

12:30:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMNoChloromethane 5.0

ug/L 1.0 U U S4VEMNoVinyl chloride 5.0

ug/L 1.0 U U S4VEMNoBromomethane 5.0

ug/L 1.0 U U S4VEMNoChloroethane 5.0

ug/L 1.0 U U S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMNoAcetone 10

ug/L 1.0 U U S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMNoMethyl acetate 5.0

ug/L 1.0 U U S4VEMNo
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo2-Butanone 10

ug/L 1.0 U U S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMNoChloroform 5.0

ug/L 1.0 U U S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMNoCyclohexane 5.0

ug/L 1.0 U U S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMNoBenzene 5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 U U S4VEMNoTrichloroethene 5.0

ug/L 1.0 U U S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0505RE

NP5-TW25-061813 2

C0429

06/18/2013

43561 SHEALY

12:30:00
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ug/L 1.0 U U S4VEMNoethane 5.0

ug/L 1.0 U U S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMNoToluene 5.0

ug/L 1.0 U U S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMNo2-Hexanone 10

ug/L 1.0 U U S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMNoChlorobenzene 5.0

ug/L 1.0 U U S4VEMNoEthylbenzene 5.0

ug/L 1.0 U U S4VEMNoo-Xylene 5.0

ug/L 1.0 U U S4VEMNom,p-Xylene 5.0

ug/L 1.0 U U S4VEMNoStyrene 5.0

ug/L 1.0 U U S4VEMNoBromoform 5.0

ug/L 1.0 U U S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMYesAcetone 3.8

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 S4VEMYes
cis-1,2-

Dichloroethene
13

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 S4VEMYesTrichloroethene 150

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0506

NP5-TW26A-062013 2

C0429

06/20/2013

43561 SHEALY

11:25:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 2.0 U U S4VEMYes
Dichlorodifluoro

methane
10

ug/L 2.0 U U S4VEMYesChloromethane 10

ug/L 2.0 U U S4VEMYesVinyl chloride 10

ug/L 2.0 U U S4VEMYesBromomethane 10

ug/L 2.0 U U S4VEMYesChloroethane 10

ug/L 2.0 U U S4VEMYes
Trichlorofluorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethene
10

ug/L 2.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

10

ug/L 2.0 J J S4VEMYesAcetone 5.2

ug/L 2.0 U U S4VEMYesCarbon Disulfide 10

ug/L 2.0 U U S4VEMYesMethyl acetate 10

ug/L 2.0 U U S4VEMYes
Methylene
chloride

10

ug/L 2.0 U U S4VEMYes
trans-1,2-

Dichloroethene
10

ug/L 2.0 U U S4VEMYes
Methyl tert-butyl

ether
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethane
10

ug/L 2.0 J S4VEMYes
cis-1,2-

Dichloroethene
91

ug/L 2.0 U U S4VEMYes2-Butanone 20

ug/L 2.0 U U S4VEMYes
Bromochloromet

hane
10

ug/L 2.0 U U S4VEMYesChloroform 10

ug/L 2.0 U U S4VEMYes
1,1,1-

Trichloroethane
10

ug/L 2.0 U U S4VEMYesCyclohexane 10

ug/L 2.0 U U S4VEMYes
Carbon

tetrachloride
10

ug/L 2.0 U U S4VEMYesBenzene 10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloroethane
10

ug/L 2.0 U R S4VEMYes1,4-Dioxane 200

ug/L 2.0 E J S4VEMNoTrichloroethene 750

ug/L 2.0 U U S4VEMYes
Methylcyclohexa

ne
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloropropane
10

ug/L 2.0 U U S4VEMYesBromodichlorom 10

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0507

NP5-TW31-062013 2

C0429

06/20/2013

43561 SHEALY

10:30:00
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ug/L 2.0 U U S4VEMYesethane 10

ug/L 2.0 U U S4VEMYes
cis-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
4-Methyl-2-
pentanone

20

ug/L 2.0 U U S4VEMYesToluene 10

ug/L 2.0 U U S4VEMYes
trans-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
1,1,2-

Trichloroethane
10

ug/L 2.0 U U S4VEMYes
Tetrachloroethen

e
10

ug/L 2.0 U U S4VEMYes2-Hexanone 20

ug/L 2.0 U U S4VEMYes
Dibromochlorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,2-

Dibromoethane
10

ug/L 2.0 U U S4VEMYesChlorobenzene 10

ug/L 2.0 U U S4VEMYesEthylbenzene 10

ug/L 2.0 U U S4VEMYeso-Xylene 10

ug/L 2.0 U U S4VEMYesm,p-Xylene 10

ug/L 2.0 U U S4VEMYesStyrene 10

ug/L 2.0 U U S4VEMYesBromoform 10

ug/L 2.0 U U S4VEMYes
Isopropylbenzen

e
10

ug/L 2.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

10

ug/L 2.0 U U S4VEMYes
1,3-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,4-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

10

ug/L 2.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

10

ug/L 2.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

10
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ug/L 10.0 U U S4VEMNo
Dichlorodifluoro

methane
50

ug/L 10.0 U U S4VEMNoChloromethane 50

ug/L 10.0 U U S4VEMNoVinyl chloride 50

ug/L 10.0 U U S4VEMNoBromomethane 50

ug/L 10.0 U U S4VEMNoChloroethane 50

ug/L 10.0 U U S4VEMNo
Trichlorofluorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

50

ug/L 10.0 U U S4VEMNoAcetone 100

ug/L 10.0 U U S4VEMNoCarbon Disulfide 50

ug/L 10.0 U U S4VEMNoMethyl acetate 50

ug/L 10.0 U U S4VEMNo
Methylene
chloride

50

ug/L 10.0 U U S4VEMNo
trans-1,2-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
Methyl tert-butyl

ether
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethane
50

ug/L 10.0 D S4VEMNo
cis-1,2-

Dichloroethene
88

ug/L 10.0 U U S4VEMNo2-Butanone 100

ug/L 10.0 U U S4VEMNo
Bromochloromet

hane
50

ug/L 10.0 U U S4VEMNoChloroform 50

ug/L 10.0 U U S4VEMNo
1,1,1-

Trichloroethane
50

ug/L 10.0 U U S4VEMNoCyclohexane 50

ug/L 10.0 U U S4VEMNo
Carbon

tetrachloride
50

ug/L 10.0 U U S4VEMNoBenzene 50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloroethane
50

ug/L 10.0 U R S4VEMNo1,4-Dioxane 1000

ug/L 10.0 D J S4VEMYesTrichloroethene 760

ug/L 10.0 U U S4VEMNo
Methylcyclohexa

ne
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloropropane
50

ug/L 10.0 U U S4VEMNoBromodichlorom 50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0507DL

NP5-TW31-062013 2

C0429

06/20/2013

43561 SHEALY

10:30:00
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ug/L 10.0 U U S4VEMNoethane 50

ug/L 10.0 U U S4VEMNo
cis-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
4-Methyl-2-
pentanone

100

ug/L 10.0 U U S4VEMNoToluene 50

ug/L 10.0 U U S4VEMNo
trans-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
1,1,2-

Trichloroethane
50

ug/L 10.0 U U S4VEMNo
Tetrachloroethen

e
50

ug/L 10.0 U U S4VEMNo2-Hexanone 100

ug/L 10.0 U U S4VEMNo
Dibromochlorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,2-

Dibromoethane
50

ug/L 10.0 U U S4VEMNoChlorobenzene 50

ug/L 10.0 U U S4VEMNoEthylbenzene 50

ug/L 10.0 U U S4VEMNoo-Xylene 50

ug/L 10.0 U U S4VEMNom,p-Xylene 50

ug/L 10.0 U U S4VEMNoStyrene 50

ug/L 10.0 U U S4VEMNoBromoform 50

ug/L 10.0 U U S4VEMNo
Isopropylbenzen

e
50

ug/L 10.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

50

ug/L 10.0 U U S4VEMNo
1,3-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,4-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

50

ug/L 10.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

50

ug/L 10.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

50
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ug/L 2.0 U U S4VEMYes
Dichlorodifluoro

methane
10

ug/L 2.0 U U S4VEMYesChloromethane 10

ug/L 2.0 U U S4VEMYesVinyl chloride 10

ug/L 2.0 U U S4VEMYesBromomethane 10

ug/L 2.0 U U S4VEMYesChloroethane 10

ug/L 2.0 U U S4VEMYes
Trichlorofluorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethene
10

ug/L 2.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

10

ug/L 2.0 U U S4VEMYesAcetone 20

ug/L 2.0 U U S4VEMYesCarbon Disulfide 10

ug/L 2.0 U U S4VEMYesMethyl acetate 10

ug/L 2.0 U U S4VEMYes
Methylene
chloride

10

ug/L 2.0 J J S4VEMYes
trans-1,2-

Dichloroethene
1.3

ug/L 2.0 U U S4VEMYes
Methyl tert-butyl

ether
10

ug/L 2.0 U U S4VEMYes
1,1-

Dichloroethane
10

ug/L 2.0 S4VEMYes
cis-1,2-

Dichloroethene
63

ug/L 2.0 U U S4VEMYes2-Butanone 20

ug/L 2.0 U U S4VEMYes
Bromochloromet

hane
10

ug/L 2.0 U U S4VEMYesChloroform 10

ug/L 2.0 U U S4VEMYes
1,1,1-

Trichloroethane
10

ug/L 2.0 U U S4VEMYesCyclohexane 10

ug/L 2.0 U U S4VEMYes
Carbon

tetrachloride
10

ug/L 2.0 U U S4VEMYesBenzene 10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloroethane
10

ug/L 2.0 U R S4VEMYes1,4-Dioxane 200

ug/L 2.0 E J S4VEMNoTrichloroethene 500

ug/L 2.0 U U S4VEMYes
Methylcyclohexa

ne
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichloropropane
10

ug/L 2.0 U U S4VEMYesBromodichlorom 10

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0508

NP5-TW35-061913 2

C0429

06/19/2013

43561 SHEALY

11:45:00
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ug/L 2.0 U U S4VEMYesethane 10

ug/L 2.0 U U S4VEMYes
cis-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
4-Methyl-2-
pentanone

20

ug/L 2.0 U U S4VEMYesToluene 10

ug/L 2.0 U U S4VEMYes
trans-1,3-

Dichloropropene
10

ug/L 2.0 U U S4VEMYes
1,1,2-

Trichloroethane
10

ug/L 2.0 U U S4VEMYes
Tetrachloroethen

e
10

ug/L 2.0 U U S4VEMYes2-Hexanone 20

ug/L 2.0 U U S4VEMYes
Dibromochlorom

ethane
10

ug/L 2.0 U U S4VEMYes
1,2-

Dibromoethane
10

ug/L 2.0 U U S4VEMYesChlorobenzene 10

ug/L 2.0 U U S4VEMYesEthylbenzene 10

ug/L 2.0 U U S4VEMYeso-Xylene 10

ug/L 2.0 U U S4VEMYesm,p-Xylene 10

ug/L 2.0 U U S4VEMYesStyrene 10

ug/L 2.0 U U S4VEMYesBromoform 10

ug/L 2.0 U U S4VEMYes
Isopropylbenzen

e
10

ug/L 2.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

10

ug/L 2.0 U U S4VEMYes
1,3-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,4-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-

Dichlorobenzene
10

ug/L 2.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

10

ug/L 2.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

10

ug/L 2.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

10
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ug/L 10.0 U U S4VEMNo
Dichlorodifluoro

methane
50

ug/L 10.0 U U S4VEMNoChloromethane 50

ug/L 10.0 U U S4VEMNoVinyl chloride 50

ug/L 10.0 U U S4VEMNoBromomethane 50

ug/L 10.0 U U S4VEMNoChloroethane 50

ug/L 10.0 U U S4VEMNo
Trichlorofluorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

50

ug/L 10.0 U U S4VEMNoAcetone 100

ug/L 10.0 U U S4VEMNoCarbon Disulfide 50

ug/L 10.0 U U S4VEMNoMethyl acetate 50

ug/L 10.0 U U S4VEMNo
Methylene
chloride

50

ug/L 10.0 U U S4VEMNo
trans-1,2-

Dichloroethene
50

ug/L 10.0 U U S4VEMNo
Methyl tert-butyl

ether
50

ug/L 10.0 U U S4VEMNo
1,1-

Dichloroethane
50

ug/L 10.0 D S4VEMNo
cis-1,2-

Dichloroethene
64

ug/L 10.0 U U S4VEMNo2-Butanone 100

ug/L 10.0 U U S4VEMNo
Bromochloromet

hane
50

ug/L 10.0 U U S4VEMNoChloroform 50

ug/L 10.0 U U S4VEMNo
1,1,1-

Trichloroethane
50

ug/L 10.0 U U S4VEMNoCyclohexane 50

ug/L 10.0 U U S4VEMNo
Carbon

tetrachloride
50

ug/L 10.0 U U S4VEMNoBenzene 50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloroethane
50

ug/L 10.0 U R S4VEMNo1,4-Dioxane 1000

ug/L 10.0 D S4VEMYesTrichloroethene 530

ug/L 10.0 U U S4VEMNo
Methylcyclohexa

ne
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichloropropane
50

ug/L 10.0 U U S4VEMNoBromodichlorom 50

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0508DL

NP5-TW35-061913 2

C0429

06/19/2013

43561 SHEALY

11:45:00

 Page 49 11:13 Thu, Jul 18, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 10.0 U U S4VEMNoethane 50

ug/L 10.0 U U S4VEMNo
cis-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
4-Methyl-2-
pentanone

100

ug/L 10.0 U U S4VEMNoToluene 50

ug/L 10.0 U U S4VEMNo
trans-1,3-

Dichloropropene
50

ug/L 10.0 U U S4VEMNo
1,1,2-

Trichloroethane
50

ug/L 10.0 U U S4VEMNo
Tetrachloroethen

e
50

ug/L 10.0 U U S4VEMNo2-Hexanone 100

ug/L 10.0 U U S4VEMNo
Dibromochlorom

ethane
50

ug/L 10.0 U U S4VEMNo
1,2-

Dibromoethane
50

ug/L 10.0 U U S4VEMNoChlorobenzene 50

ug/L 10.0 U U S4VEMNoEthylbenzene 50

ug/L 10.0 U U S4VEMNoo-Xylene 50

ug/L 10.0 U U S4VEMNom,p-Xylene 50

ug/L 10.0 U U S4VEMNoStyrene 50

ug/L 10.0 U U S4VEMNoBromoform 50

ug/L 10.0 U U S4VEMNo
Isopropylbenzen

e
50

ug/L 10.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

50

ug/L 10.0 U U S4VEMNo
1,3-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,4-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-

Dichlorobenzene
50

ug/L 10.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

50

ug/L 10.0 U U S4VEMNo
1,2,4-

Trichlorobenzen
e

50

ug/L 10.0 U U S4VEMNo
1,2,3-

Trichlorobenzen
e

50
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMYesAcetone 2.8

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 J J S4VEMYesTrichloroethene 0.58

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0509

NP5-TW38-062013 2

C0429

06/20/2013

43561 SHEALY

09:10:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U UJ S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U UJ S4VEMNoChloromethane 5.0

ug/L 1.0 U R S4VEMNoVinyl chloride 5.0

ug/L 1.0 U UJ S4VEMNoBromomethane 5.0

ug/L 1.0 U UJ S4VEMNoChloroethane 5.0

ug/L 1.0 U R S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U R S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U R S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMNoAcetone 3.3

ug/L 1.0 U UJ S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U R S4VEMNoMethyl acetate 5.0

ug/L 1.0 U R S4VEMNo
Methylene
chloride

5.0

ug/L 1.0 U R S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U R S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U R S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U R S4VEMNo2-Butanone 10

ug/L 1.0 U R S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U R S4VEMNoChloroform 5.0

ug/L 1.0 U R S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U R S4VEMNoCyclohexane 5.0

ug/L 1.0 U R S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U R S4VEMNoBenzene 5.0

ug/L 1.0 U R S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 J J S4VEMNoTrichloroethene 0.60

ug/L 1.0 U R S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U R S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U R S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0509RE

NP5-TW38-062013 2

C0429

06/20/2013

43561 SHEALY

09:10:00
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ug/L 1.0 U R S4VEMNoethane 5.0

ug/L 1.0 U R S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U R S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U R S4VEMNoToluene 5.0

ug/L 1.0 U R S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U R S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U R S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U R S4VEMNo2-Hexanone 10

ug/L 1.0 U R S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U R S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U R S4VEMNoChlorobenzene 5.0

ug/L 1.0 U R S4VEMNoEthylbenzene 5.0

ug/L 1.0 U R S4VEMNoo-Xylene 5.0

ug/L 1.0 U R S4VEMNom,p-Xylene 5.0

ug/L 1.0 U R S4VEMNoStyrene 5.0

ug/L 1.0 U R S4VEMNoBromoform 5.0

ug/L 1.0 U R S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U R S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U R S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U R S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U R S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U R S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U R S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U R S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMYesAcetone 7.4

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0510

NP5-TW24-061813 2

C0429

06/18/2013

43561 SHEALY

09:45:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMNo
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMNoChloromethane 5.0

ug/L 1.0 U U S4VEMNoVinyl chloride 5.0

ug/L 1.0 U U S4VEMNoBromomethane 5.0

ug/L 1.0 U U S4VEMNoChloroethane 5.0

ug/L 1.0 U UJ S4VEMNo
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 J J S4VEMNoAcetone 7.1

ug/L 1.0 U U S4VEMNoCarbon Disulfide 5.0

ug/L 1.0 U UJ S4VEMNoMethyl acetate 5.0

ug/L 1.0 U UJ S4VEMNo
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMNo
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U UJ S4VEMNo
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMNo
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMNo
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMNo2-Butanone 10

ug/L 1.0 U U S4VEMNo
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMNoChloroform 5.0

ug/L 1.0 U UJ S4VEMNo
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U UJ S4VEMNoCyclohexane 5.0

ug/L 1.0 U UJ S4VEMNo
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMNoBenzene 5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMNo1,4-Dioxane 100

ug/L 1.0 U U S4VEMNoTrichloroethene 5.0

ug/L 1.0 U UJ S4VEMNo
Methylcyclohexa

ne
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichloropropane
5.0

ug/L 1.0 U UJ S4VEMNoBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C0510RE

NP5-TW24-061813 2

C0429

06/18/2013

43561 SHEALY

09:45:00
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ug/L 1.0 U UJ S4VEMNoethane 5.0

ug/L 1.0 U UJ S4VEMNo
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMNo
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMNoToluene 5.0

ug/L 1.0 U UJ S4VEMNo
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U UJ S4VEMNo
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMNo
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMNo2-Hexanone 10

ug/L 1.0 U U S4VEMNo
Dibromochlorom

ethane
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dibromoethane
5.0

ug/L 1.0 U UJ S4VEMNoChlorobenzene 5.0

ug/L 1.0 U U S4VEMNoEthylbenzene 5.0

ug/L 1.0 U U S4VEMNoo-Xylene 5.0

ug/L 1.0 U U S4VEMNom,p-Xylene 5.0

ug/L 1.0 U U S4VEMNoStyrene 5.0

ug/L 1.0 U U S4VEMNoBromoform 5.0

ug/L 1.0 U U S4VEMNo
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMNo
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U UJ S4VEMNo
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMNo
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U UJ S4VEMNo
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 S4VEMYesChloromethane 20

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 S4VEMYesChloroethane 19

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 S4VEMYes
1,1-

Dichloroethene
21

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 S4VEMYesAcetone 66

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 S4VEMYes
Methylene
chloride

36

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 S4VEMYes
1,1-

Dichloroethane
23

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 S4VEMYes2-Butanone 58

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 S4VEMYesChloroform 37

ug/L 1.0 J J S4VEMYes
1,1,1-

Trichloroethane
0.77

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 S4VEMYes
Carbon

tetrachloride
26

ug/L 1.0 S4VEMYesBenzene 24

ug/L 1.0 S4VEMYes
1,2-

Dichloroethane
43

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 S4VEMYesTrichloroethene 57

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 S4VEMYes
1,2-

Dichloropropane
24

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

C1KP7

V00852 2

C0429

06/27/2013

43561 SHEALY

13:25:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 S4VEMYes
4-Methyl-2-
pentanone

27

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 S4VEMYes
1,1,2-

Trichloroethane
24

ug/L 1.0 J J S4VEMYes
Tetrachloroethen

e
1.3

ug/L 1.0 S4VEMYes2-Hexanone 57

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 S4VEMYeso-Xylene 59

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 S4VEMYesStyrene 31

ug/L 1.0 S4VEMYesBromoform 22

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 S4VEMYes
1,1,2,2-

Tetrachloroethan
e

28

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 S4VEMYes
1,4-

Dichlorobenzene
24

ug/L 1.0 S4VEMYes
1,2-

Dichlorobenzene
31

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0

ug/L 1.0 NJ NJ S4VEMYes
Ethane, 1,1,1,2-

tetrachloro-
42
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ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 J J S4VEMYesChloromethane 1.1

ug/kg 1.0 S4VEMYesVinyl chloride 45

ug/kg 1.0 S4VEMYesBromomethane 33

ug/kg 1.0 S4VEMYesChloroethane 27

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 B S4VEMYesAcetone 310

ug/kg 1.0 S4VEMYesCarbon Disulfide 45

ug/kg 1.0 S4VEMYesMethyl acetate 16

ug/kg 1.0 S4VEMYes
Methylene
chloride

44

ug/kg 1.0 S4VEMYes
trans-1,2-

Dichloroethene
37

ug/kg 1.0 S4VEMYes
Methyl tert-butyl

ether
61

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/kg 1.0 J J S4VEMYes
cis-1,2-

Dichloroethene
1.1

ug/kg 1.0 J U S4VEMYes2-Butanone 10

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/kg 1.0 S4VEMYesChloroform 26

ug/kg 1.0 S4VEMYes
1,1,1-

Trichloroethane
26

ug/kg 1.0 S4VEMYesCyclohexane 97

ug/kg 1.0 S4VEMYes
Carbon

tetrachloride
14

ug/kg 1.0 S4VEMYesBenzene 48

ug/kg 1.0 S4VEMYes
1,2-

Dichloroethane
42

ug/kg 1.0 J S4VEMYes1,4-Dioxane 370

ug/kg 1.0 S4VEMYesTrichloroethene 39

ug/kg 1.0 S4VEMYes
Methylcyclohexa

ne
75

ug/kg 1.0 S4VEMYes
1,2-

Dichloropropane
71

ug/kg 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0

VOA_Low_Med

EPW11035

C1KP8

VS0726

C0429

06/24/2013

43561 SHEALY

16:22:00

 Page 61 11:13 Thu, Jul 18, 2013



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYesethane 5.0

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/kg 1.0 S4VEMYesToluene 37

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 S4VEMYes
1,1,2-

Trichloroethane
46

ug/kg 1.0 S4VEMYes
Tetrachloroethen

e
48

ug/kg 1.0 U U S4VEMYes2-Hexanone 10

ug/kg 1.0 S4VEMYes
Dibromochlorom

ethane
37

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.0

ug/kg 1.0 S4VEMYesEthylbenzene 38

ug/kg 1.0 U U S4VEMYeso-Xylene 5.0

ug/kg 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/kg 1.0 S4VEMYesStyrene 33

ug/kg 1.0 U U S4VEMYesBromoform 5.0

ug/kg 1.0 S4VEMYes
Isopropylbenzen

e
48

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 S4VEMYes
1,3-

Dichlorobenzene
63

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 S4VEMYes
1,2-Dibromo-3-
chloropropane

20

ug/kg 1.0 S4VEMYes
1,2,4-

Trichlorobenzen
e

85

ug/kg 1.0 J J S4VEMYes
1,2,3-

Trichlorobenzen
e

1.0

ug/kg 1.0 NJ NJ S4VEMYes
1-Propene, 2-

methoxy-
12
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ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U S4VEMYesChloromethane 5.0

ug/kg 1.0 U U S4VEMYesVinyl chloride 5.0

ug/kg 1.0 U U S4VEMYesBromomethane 5.0

ug/kg 1.0 U U S4VEMYesChloroethane 5.0

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 J J S4VEMYesAcetone 4.2

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/kg 1.0 U U S4VEMYesMethyl acetate 5.0

ug/kg 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes2-Butanone 10

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/kg 1.0 U U S4VEMYesChloroform 5.0

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYesCyclohexane 5.0

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U S4VEMYesBenzene 5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 100

ug/kg 1.0 U U S4VEMYesTrichloroethene 5.0

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11035

VBLKAK

OQ23722-001

C0429

06/24/2013

43561 SHEALY

15:03:00
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ug/kg 1.0 U U S4VEMYesethane 5.0

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/kg 1.0 U U S4VEMYesToluene 5.0

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U S4VEMYes2-Hexanone 10

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.0

ug/kg 1.0 U U S4VEMYesEthylbenzene 5.0

ug/kg 1.0 U U S4VEMYeso-Xylene 5.0

ug/kg 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/kg 1.0 U U S4VEMYesStyrene 5.0

ug/kg 1.0 U U S4VEMYesBromoform 5.0

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VBLKAL

OQ23822-001

C0429

06/24/2013

43561 SHEALY

15:17:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U S4VEMYesChloromethane 5.0

ug/kg 1.0 U U S4VEMYesVinyl chloride 5.0

ug/kg 1.0 U U S4VEMYesBromomethane 5.0

ug/kg 1.0 U U S4VEMYesChloroethane 5.0

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 J J S4VEMYesAcetone 5.4

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/kg 1.0 U U S4VEMYesMethyl acetate 5.0

ug/kg 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes2-Butanone 10

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/kg 1.0 U U S4VEMYesChloroform 5.0

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYesCyclohexane 5.0

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U S4VEMYesBenzene 5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 100

ug/kg 1.0 U U S4VEMYesTrichloroethene 5.0

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11035

VBLKAP

OQ23725-001

C0429

06/24/2013

43561 SHEALY

22:56:00
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ug/kg 1.0 U U S4VEMYesethane 5.0

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/kg 1.0 U U S4VEMYesToluene 5.0

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U S4VEMYes2-Hexanone 10

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.0

ug/kg 1.0 U U S4VEMYesEthylbenzene 5.0

ug/kg 1.0 U U S4VEMYeso-Xylene 5.0

ug/kg 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/kg 1.0 U U S4VEMYesStyrene 5.0

ug/kg 1.0 U U S4VEMYesBromoform 5.0

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VBLKBC

OQ23715-001

C0429

06/25/2013

43561 SHEALY

11:18:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VBLKCM

OQ24037-001

C0429

06/28/2013

43561 SHEALY

11:15:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 J J S4VEMYes1,4-Dioxane 29

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VBLKDC

OQ23942-001

C0429

06/27/2013

43561 SHEALY

09:04:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VBLKDS

OQ24081-001

C0429

06/29/2013

43561 SHEALY

10:03:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/kg 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U S4VEMYesChloromethane 5.0

ug/kg 1.0 U U S4VEMYesVinyl chloride 5.0

ug/kg 1.0 U U S4VEMYesBromomethane 5.0

ug/kg 1.0 U U S4VEMYesChloroethane 5.0

ug/kg 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 B S4VEMYesAcetone 18

ug/kg 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/kg 1.0 U U S4VEMYesMethyl acetate 5.0

ug/kg 1.0 J J S4VEMYes
Methylene
chloride

1.5

ug/kg 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 J J S4VEMYes2-Butanone 2.8

ug/kg 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/kg 1.0 U U S4VEMYesChloroform 5.0

ug/kg 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYesCyclohexane 5.0

ug/kg 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U S4VEMYesBenzene 5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R S4VEMYes1,4-Dioxane 100

ug/kg 1.0 U U S4VEMYesTrichloroethene 5.0

ug/kg 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11035

VHBLK01

OF14023-006

C0429

06/25/2013

43561 SHEALY

01:13:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U S4VEMYesethane 5.0

ug/kg 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/kg 1.0 U U S4VEMYesToluene 5.0

ug/kg 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U S4VEMYes2-Hexanone 10

ug/kg 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U S4VEMYesChlorobenzene 5.0

ug/kg 1.0 U U S4VEMYesEthylbenzene 5.0

ug/kg 1.0 U U S4VEMYeso-Xylene 5.0

ug/kg 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/kg 1.0 U U S4VEMYesStyrene 5.0

ug/kg 1.0 U U S4VEMYesBromoform 5.0

ug/kg 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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ug/L 1.0 U U S4VEMYes
Dichlorodifluoro

methane
5.0

ug/L 1.0 U U S4VEMYesChloromethane 5.0

ug/L 1.0 U U S4VEMYesVinyl chloride 5.0

ug/L 1.0 U U S4VEMYesBromomethane 5.0

ug/L 1.0 U U S4VEMYesChloroethane 5.0

ug/L 1.0 U U S4VEMYes
Trichlorofluorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/L 1.0 U U S4VEMYesAcetone 10

ug/L 1.0 U U S4VEMYesCarbon Disulfide 5.0

ug/L 1.0 U U S4VEMYesMethyl acetate 5.0

ug/L 1.0 U U S4VEMYes
Methylene
chloride

5.0

ug/L 1.0 U U S4VEMYes
trans-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes
Methyl tert-butyl

ether
5.0

ug/L 1.0 U U S4VEMYes
1,1-

Dichloroethane
5.0

ug/L 1.0 U U S4VEMYes
cis-1,2-

Dichloroethene
5.0

ug/L 1.0 U U S4VEMYes2-Butanone 10

ug/L 1.0 U U S4VEMYes
Bromochloromet

hane
5.0

ug/L 1.0 U U S4VEMYesChloroform 5.0

ug/L 1.0 U U S4VEMYes
1,1,1-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYesCyclohexane 5.0

ug/L 1.0 U U S4VEMYes
Carbon

tetrachloride
5.0

ug/L 1.0 U U S4VEMYesBenzene 5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloroethane
5.0

ug/L 1.0 U R S4VEMYes1,4-Dioxane 100

ug/L 1.0 U U S4VEMYesTrichloroethene 5.0

ug/L 1.0 U U S4VEMYes
Methylcyclohexa

ne
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichloropropane
5.0

ug/L 1.0 U U S4VEMYesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Water DEFAULTVOA_Low_Med

EPW11035

VHBLK02

OF14023-007

C0429

06/29/2013

43561 SHEALY

11:51:00
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ug/L 1.0 U U S4VEMYesethane 5.0

ug/L 1.0 U U S4VEMYes
cis-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
4-Methyl-2-
pentanone

10

ug/L 1.0 U U S4VEMYesToluene 5.0

ug/L 1.0 U U S4VEMYes
trans-1,3-

Dichloropropene
5.0

ug/L 1.0 U U S4VEMYes
1,1,2-

Trichloroethane
5.0

ug/L 1.0 U U S4VEMYes
Tetrachloroethen

e
5.0

ug/L 1.0 U U S4VEMYes2-Hexanone 10

ug/L 1.0 U U S4VEMYes
Dibromochlorom

ethane
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dibromoethane
5.0

ug/L 1.0 U U S4VEMYesChlorobenzene 5.0

ug/L 1.0 U U S4VEMYesEthylbenzene 5.0

ug/L 1.0 U U S4VEMYeso-Xylene 5.0

ug/L 1.0 U U S4VEMYesm,p-Xylene 5.0

ug/L 1.0 U U S4VEMYesStyrene 5.0

ug/L 1.0 U U S4VEMYesBromoform 5.0

ug/L 1.0 U U S4VEMYes
Isopropylbenzen

e
5.0

ug/L 1.0 U U S4VEMYes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/L 1.0 U U S4VEMYes
1,3-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,4-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-

Dichlorobenzene
5.0

ug/L 1.0 U U S4VEMYes
1,2-Dibromo-3-
chloropropane

5.0

ug/L 1.0 U U S4VEMYes
1,2,4-

Trichlorobenzen
e

5.0

ug/L 1.0 U U S4VEMYes
1,2,3-

Trichlorobenzen
e

5.0
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